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Jft fjtwfr, 12 199 5 

^T. 3TT. 5 46(?r).—xrfsi^P?t STRT ^ STRJfr ^ nf 

-fTFr iTRtp 1976 (i976 m 60 ) itnitfiv (irm^r 
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THE CiAZhTTE OF JNDJA : HXrTtAORDINARV [Fart H - Sec- 3 (]i)] 


5nf, nry fr 09/ 94/fi7 fR-^fsTfT ^?n t, SIHW^ 

^Tcfl' I ; 



(sn^ffT) 

TrrT?T ( 5 rTfi% ^f<m) (ir»imT spr a) 

^ wfijsfTfTiT SrrrrTT 5 ftr^ffaTW fJ|[=lfTir SIH^T 20 t 1 ^T^JTTCR 

^TTq-JTFT srrTT?- (i) 1 ?nTT t l sq-if Ir^ OTT q/^cT I fsT^T STfirSTnaq 

srqrq loo srfwq I i qrqqriv *rri;fq 'pt % f^qqq ¥T2:r iso 

fiT.q)-. ^ I q? lafq. qt. 'jq^r qiq ^rqiq qsrqw ^ i 

'Tfqqrq qqqfqq t qqjpvq 230 qi??, so tnqr 

fq^q srqrq ^=r jrqrfqq sT^t | t 

[q:r. q. 05-21 ( 37 ) 92 ] ■ 

TTTfrq ssftqiFqq, qf^q 

MINISTRY OF CIVIL SUPPLIES, CONSUMER AFFAIRS. AND PUBLIC 

DISTRIBUTION 

NOTIFICATION 

New Delhi, the 13th June, 1995 

S.O, 546(E),—Whereas tb; Central Government, after considering the 
report submitted to it by the prescribed authority, is satisfied that the Model 
described in the said report is in conformity with the provisions of the 



iff Tisf'ra .'cifnaifTiT 


3 


[Hffi il --fsi-s ;;(ii)] 

Staiulatds if Wiigl-stb and Micaffuri^s Act, 1976 (60 nf 1976) 

and the Standards of Weights and Measures (Approval of Models) Rules, 1987 
and the Siaid Model is likely to maintain accuracy over periods of sustained 
use and to render accurate sieiMce under varied conditions; 

Now, therefore, in exercise of the powers conferred by sub-section (7) and 
(8) of section 36 of the said Act, the Central Government hereby publishes the 
certificate of fippuivsl of Model of self-indicating non-automatic weighing inslru- 
ment of typ,- “QTB 5341 |41J” (hereinafter referred to as the model) manu¬ 
factured by M/s. Integrated Process Automation Pvt. Ltd., 472|B-2, IV Phase, 

12 Cross, P'cenya Industrial Area, Bangalore'-58 and which is assigned the 
approval mark INDi09i94|67; 

Tire Model (see figure) is a medium accuracy (accuracy class III) weighmg 
instrument with a maximum capacity of 5 kilogram and minimum: capacity of 
20 gram. The verification scale interval (e) is 1 gram. It has a tare device with 
a 100 per cent suhsiractive retained tare effuct. The load reccotor is of a circular 
shape of dia 150 milliinctne. The LED display is of 7 segment character of size 

13 millimetre. The instrument operates on 230 volts, 50 hertz alternate current 
power supply. 



(figure) 
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